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The Stereo O
ptical A

cuity Test Slide has been designed for use w
ith M

arco, A
.O

.
(Reichert), W

oodlyn and sim
ilar projectors.
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lthough initially con�gured for use in a 20 foot lane, the 8900 test slide can be
easily converted for a 10 foot lane.

1. The glass slide is held in the fram
e by a spring in the bottom

 channel.

2. Rem
ove the glass slide from

 the fram
e as follow

s:
♦

G
rasp slide w

ith one hand and fram
e w

ith the other.
♦

Slide glass dow
n w

ithin fram
e.

♦
Tilt  top of slide out and rem

ove.

3. Rotate glass slide on a vertical axis.

4. Return slide to fram
e by reversing process step 2.

8400
Acuity

A
stigm

atism

8500
A

dult
Acuity

8600
C

hild
Acuity

8700
Fam

ily
Practice

8800
M

ulti-A
cuity

8900
Acuity

Vergence

C
LEA

N
IN

G
 IN

STR
U

C
TIO

N
S

  D
o not im

m
erse slide in any liquid or spray liquid directly on slide,

  use a soft dam
p cloth to clean.
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